AMENDMENT NO. 3 JULY 2017 
TO 
IS 4381 : 1967 SPECIFICATION FOR PATHOLOGICAL 
MICROSCOPE 


(Page 8, clause 6.3.2) — Substitute the following for the existing clause: 
‘6.3.2 Bump and Shock Test 
6.3.2.1 Object 


To assess the capability of the instrument to withstand satisfactorily the bumps 
and shocks which occur normally during transport by rail or road. 


6.3.2.2 Test apparatus 


The apparatus used for this test shall consist of a table or platform which, by a 
suitable system, may be raised and allowed to fall freely, 2 to 4 times per 
second, through a distance of at least 2.5 cm. A suitable counting device shall be 
provided to count the total number of such bumps. 


6.3.2.3 Conditioning 


The instrument shall be rigidly mounted, through its base, on the table of the 
apparatus, and subjected to at least 4000 bumps at a rate of 2 to 4 bumps per 
second. 


6.3.2.4 The instrument shall then be removed from the table and tested for any 
signs of mechanical damage, cracking of optical cement and stripping of paint; 
its performance shall also be checked in accordance with the relevant 
specification.’ 


(Page 3, clause 0.3) — Substitute ‘IS 3081 : 1994 Microscopes — General 
purposes — Dimensions and marking (First Revision)’ for ‘IS: 3081-1965’ 


(Page 4, clause 3.1) — Substitute ‘IS 3081 : 1994 Microscopes — General 
purposes — Dimensions and marking (First Revision)’ for ‘IS: 3081-1965’ 


(Page 6, clause 5.5) — Substitute ‘IS 3081 : 1994 Microscopes — General 
purposes — Dimensions and marking (First Revision)’ for ‘IS: 3081-1965’ 


Amendment No. 3 to IS 4381 : 1967 


(Page 8, clause 7.2) — Substitute ‘IS 3081 : 1994 Microscopes — General 
purposes — Dimensions and marking (First Revision)’ for ‘IS: 3081-1965’ 


(Page 9, clause 8.11, line 3) — Substitute ‘IS 1260 (Part 2) : 1999 Packing 
— Pictorial marking for handling and labelling of goods : Part 2 General goods 
(Third Revision)’ for ‘IS: 1286-1967’. 

(Page 4, Foot Note +) — Delete. 

(Page 6, Foot Note *) — Delete. 

(Page 8, Foot Notet and §) — Delete. 


(Page 9, Foot Note *) — Delete. 
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